TG100 RECOMMENDED SETUP FOR LOWBAND OPERATION
W/ HP8566A/B
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TG200 RECOMMENDED SETUP FOR HIGHBAND OPERATION
W/ HP8566A/B
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SET ANALYZER TO
2.0 TO 5.8 GHZ BAND
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